[The determination of cyclosporin A concentration in whole blood by high-pressure liquid chromatography on the Milikhrom-1 microcolumn chromatograph].
The suggested method permits a qualitative separation of cyclosporin A using Milichrome-1 microcolumn chromatograph. The eluent employed yields good results at ambient temperature, this prolonging the length of column service. The method is sufficiently accurate, well reproducible, and convenient for clinical use.